[On software concerning the Ruiz technic of trapezoidal incisions for the treatment of astigmatism].
The study of the parameters used to establish the software program concerning the trapezoidal incisions of Ruiz in the treatment of astigmatism, shows that only the differential keratometry between the two axis and the power of the spherical component are utilized. The small number of parameters taken into account in the program enables us to present it in two tables.